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Introduction
Over the last twenty years, microfluidic chip-based methodologies have made an increasing contribution in multiple areas, such as clinical diagnostics, forensic analysis, drug detection and various other forms of chemical analysis [1] . Processes of this nature often necessitate the incorporation of a high surface area material for solid phase extraction (SPE) and preconcentration of target analytes. In addition, this material will often serve as an interface between the macro-world and the microfluidic domain [2] . The utilisation of silica chemistries is ubiquitous in the microfluidic literature, due to the hydrophilic nature of silica and it's relatively low cost. Accompanying the first wave of microfluidic devices fabricated from glass, a variety of high surface area silica structures were introduced into microfluidic formats, including silica beads [3] or magnetic silica beads [4] , complex channel designs [5] and synthesised porous structures [6] . Groups using bead-based solid phases have often reported lack of reproducibility due to movement of the beads when perturbed by sample and reagents, while those reporting prefabricated high surface area channels comment on lengthy and complicated fabrication protocols. By contrast, those reporting synthesis of porous silica materials or "monoliths" demonstrate rapid and robust synthesis of rigid high surface area structures which can be incorporated into a microfluidic device for a variety of applications [2] . Modes of synthesis also vary, providing the user with sundry properties to select from during both manufacture and usage. For example, porous silica PS synthesis, based on silicon alkoxide precursors such as TMOS, offer an attractive route to establishing a reliable and effective manufacturable real-world to chip interface [7] , however shrinkage during the sol-gel process precludes the possibility of in situ production. This led to groups to introduce chemical anchoring techniques or encase the structure in polymer heat shrink wraps [8] . By contrast thermally cured silica monoliths synthesized from the rapid hydrolysis of potassium silicate by formamide are characterised by smaller pores and higher back pressures, but do offer the user the opportunity to cure the structure in situ, as no problematic shrinkage is observed upon gelation [9] .
A further advantage of silica-based solid phase processing when used for microfluidic applications is the readiness of silica to be functionalised by alternative functional groups, allowing for a wide range of chemistries to be exploited, particularly in SPE. This is exemplified by the frequent use of silica substrates in DNA extraction methodologies. DNA-silica interactions are dependant on chaotropic salts with dehydrate and reconfigure the DNA structure causing it to be bound to the silica surface via hydrogen bonding. Following a wash with an organic solvent, the system can then be rehydrated and the DNA is released free of contaminants [10] . Several groups have reported high DNA yield from silica-based systems [3] [13] . Amongst alternatives to traditional silica chemistries, anion exchange functional groups have been demonstrated as a recourse to bypass the use of chaotropic salts and organic wash solvents. These processes are driven by simple DNA capture and release mechanisms dependant solely on pH manipulation. Nakagawa et al. for example implemented a silicon wafer coated with amino groups within a MD, providing DNA recoveries of 40% from whole blood by binding DNA at pH 7.5 and eluting at pH 10.6 [14] . Chitosan (α(1→4)-linked 2-amino-2-deoxy-β-D-glucopyranose), a biopolymer consisting of partially deacetylated chitin recovered from crustacean shells, has also been successfully coated on to silica surfaces in a number of formats [15] . Using simple pneumatic pumping, Cao et al. were able to utilise chitosan coated silica beads (CCSB) on a MD that provided DNA extraction efficiencies as high as 75% from whole blood [16] . More recently, Parton et al. successfully implemented electrokinetic fluid transport to a CCSB system [17] and Reedy et al. demonstrated pre-fabricated polymeric micro-posts treated with chitosan for DNA extraction within microfluidic systems [18] . Electrophoresis This article is protected by copyright. All rights reserved.
In this technical note, we describe the development of a real-world to chip interface based on a porous silica disk synthesized from a TMOS precursor which has been incorporated into a microfluidic device. Due to the variations in disk diameter associated with shrinkage during manufacture, a second porous silica structure produced from potassium silicate was introduced to provide a robust seal for the disk, while also augmenting the primary structure with its corresponding chemical properties. In addition, to demonstrate the versatility of this dual porous silica (DPS) system afforded by ease of functionalisation, the silica disks were modified with chitosan. In doing so, we show the DPS approach to offer efficient DNA extraction with two alternative chemistries, showcasing the material synthesis and incorporation as a simple and attractive route to manufacturing a reliable real-world to chip interface for SPE.
Materials and methods

Manufacture and preparation of microfluidic device and monolithic materials
Silica monoliths were synthesized according to the method described by Fletcher et al [8] . Pluronic F127 [Sigma-Aldrich, UK] was dissolved in a 0.02 M acetic acid solution [Sigma-Aldrich, UK]. Once a homogeneous solution had formed, tetramethyl orthosilicate (TMOS) 99% [Sigma-Aldrich, UK] was added and the solution was stirred for a further 30 minutes under ice bath conditions. Upon formation of a clear solution, the reagents were transferred to 2 mL plastic syringes, sealed with polytetrafluoroethylene (PTFE) tape and left to dry at 40°C for 3 days to allow for gelation. Monoliths were removed from the plastic syringe housing and repeatedly washed in distilled H 2 O until a neutral pH was obtained. The monoliths were then transferred to a 1 M NH 4 OH solution and heated at 80 °C under reflux for 24 hours. Finally, monoliths were dried at 40 °C for 24 hours, then 90 °C for 8 hours and calcinated in a furnace at 550 0 C for 3 hours to remove any remaining organic residue. Finally, these porous silica rods were cut into disks 2 mm thick for incorporation into microfluidic devices. The surface area and pore structure was characterised by using nitrogen adsorption/desorption to generate Brauner, Emmett, Teller (BET) isotherms [19] .
Microfluidic devices were fabricated from 3 mm thick borosilicate glass sheets by milling an extraction chamber to a depth of 2 mm and diameter 7.5 mm and with drilled exit ports in a top plate before bonding to a bottom plate containing a channel 500 m wide and 100 m deep, produced by photolithography and wet etching ( Figure 1 ) [20] . On insertion of a PS monolithic disk into the extraction chamber cavity, the interface between the monolith perimeter and inner chamber wall was sealed and reinforced with a secondary silica monolithic material, synthesized with a 10:1 solution of potassium silicate (K 2 SiO 3 [21% SiO 2 , 9% K 2 O]) [VWR International, UK] and formamide [Alfa Aesar, UK] which was then cured at 60 0 C. Finally, the extraction chamber was sealed with an 8.5 mm 2 glass cover plate with a single drilled central hole into which PTFE tubing was inserted, providing an entry port for sample and reagent delivery onto the device. All samples and reagents delivered via the entry port and flowed through the DPS monolithic disk structure within the extraction chamber and out via the outlet channel beneath to an exit port for removal and collection. Back pressures were measured by a device built in-house, adapted from a gas cylinder regulator [Engweld].
2.2.Chitosan modification of silica monolith
Monoliths were coated with chitosan (α (1→4)-linked 2-amino-2-deoxy-β-D-glucopyranose) [SigmaAldrich, UK], as described by Flores et al [21] . First, chitosan was dissolved to form a 1% w/v solution in 0.2 M acetic acid with shaking and ultrasonication. Silica monolithic disks were immersed in the chitosan solution and heated to 60 °C in order to lower the viscosity of the chitosan solution and allow easy permeation of the monoliths. After 8 hours, monoliths were removed and washed sequentially with 0.02 M acetic acid and distilled H 2 O three times, both at room temperature and then finally dried for 24 hours at 40 °C .
DNA extraction methodologies
All DNA extraction processes were performed on the microfluidic device using hydrodynamic pumping, allowing sample loading and recovery via entry and exit ports, and flow rates were Electrophoresis This article is protected by copyright. All rights reserved. maintained at a constant 10 L min -1 . For studies of DNA extraction efficiencies, an artificial urine medium, developed to simulate both composition and pH of a real urine matrix [22] , was spiked with human genomic DNA (hgDNA) (5 ng l -1 ) and mixed at a 1:9 ratio with a 5 M GuHCl in tris/EDTA buffer pH 6.7 solution. GuHCl is a chaotropic salt which serves as a cell lysis agent and also denatures nucleic acids to drive binding to the silica surface [10] . This total volume (50 l) was then loaded onto the chip allowing binding of nucleic acids to the DPS monolith. 100% ethanol was then passed through the monolith to wash away contaminants before nucleic acids were eluted with water. A series of 5 l fractions were collected continuously from the outlet channel during the elution stage. The double-stranded DNA (dsDNA) content of all elution fractions was then quantified using a Quant-iT TM PicoGreen ® double stranded DNA Assay Kit [Invitrogen, UK] and analyzed using a FLUOstar Optima Plate Reader [BMG Labtech, UK]. For all experiments DNA extraction efficiency was determined as the total quantity of DNA eluted as a percentage of the quantity of DNA initially loaded onto the system. To demonstrate the application of this system for the extraction of nucleic acids from high volume, clinically-relevant biological samples, human urine samples were collected from healthy volunteers, having first obtained appropriate ethical approval and donor consent. GuHCl (0.072g) was then added directly to 150 µL of human urine in order to achieve a final concentration of 5M, before being loaded onto the DPS monolith disk at 10 L min -1 . The subsequent washing and elution steps were performed as previously described.
Initial DNA extraction efficiency experiments performed on chitosan-modified monoliths were carried out using artificial urine, loading the sample in 10 mM 2-(N-morpholino) ethanesulfonic acid (MES) buffer pH 5.05 at a 1:9 ratio, before flushing the monolith with MES buffer pH 5.05 to remove any unbound contaminants.
Finally, DNA was eluted using 10 mM tris(hydroxymethyl)aminomethane buffer with 50 mM KCl pH 9. Subsequent evaluation of the system for extraction of DNA from human urine samples was performed by mixing with MES pH 5.05 at a 1:9 ratio and 150 L total volume was loaded on to the monolith at 10 L min -1 . Subsequent steps were as previously described.
DNA Amplification and Detection Methodology
Following the various DNA extraction procedures performed on the MD as described, the eluted DNA was subjected to conventional PCR amplification off-chip using a TC-312 thermal cycler [ 
Results and discussion
Characterization of DPS system
Analysis of the pore structure of the TMOS-based monolith used in this work revealed a surface area of 222 ± 4 m 2 g -1 and a pore volume of 0.9 ± 0.1 cm 3 g -1 , while the potassium silicate-based monolith had a greater surface area of 351 ± 20 m 2 g -1 and a pore volume of 0.5 ± 0.1 cm 3 g -1 . These structural characteristics were found to be comparable to similar materials reported in the literature [7] . On analysis of images obtained by scanning electron microscopy, the average pore size of potassium silicate-based monoliths and TMOS-based monoliths were shown to be in the region of 1 m to 5 m and 5 m to 40 m, respectively (Figure 2 ). It is postulated that the larger pore size of the TMOSbased monoliths, when compared with the potassium silicate-based monoliths, is responsible for the Electrophoresis This article is protected by copyright. All rights reserved.
lower surface area, however, it is further postulated that this would offer an increased permeability of the structure for biological samples., It is also important to note that, due to the breadth of study reported previously [7] [8] several synthetic means are available by which to modify pore size, should complex samples be probematic for the structures utilised here.
Silica-based DNA extraction
While both monolith types studied display similar porous silica characteristics, notable distinctive features observed were as follows; TMOS-based monoliths could not be synthesized within the chip device due to shrinkage occurring on drying, leading to subsequent leakage of sample from the system, whereas potassium silicate-based monoliths, could be readily cured in situ. Regarding the latter, however, the structural integrity became compromised when synthesized at volumes comparable to that of the TMOS-based monoliths, with the monoliths showing evidence of cracking. For these reasons, this study adopted a novel approach whereby a TMOS-based monolithic disk was synthesised in a batch fabrication process and subsequently inserted post-synthesis into the microfluidic device to provide a primary porous silica structure for SPE methodologies, whilst a second potassium silicate-based layer was coated onto the perimeter of the disk to both seal it in place within the device, whiilst also renforcing the structure chemically. On initial mixing, the potassium silicate solution was of a viscosity suitable for sealing the perimeter of the disk without the porous structure of the disk being penetrated. On curing at 60 °C this created a seal between the monolithic disk and the microfluidic chamber wall composed entirely of porous silica, producing a dual porous silica (DPS) monolithic structure within the device (Figure 2 ). Before carrying out DNA extraction on the DPS system, colored food dye was used to first investigate whether permeation occurs entirely through the monolith, by flowing dye onto the device at 20 µL min -1 and observing the flow pathway. When the PS disk was used alone without a potassium silicate sealing layer then the dye was observed to flow around the outside of the disk showing some fluid was not passing through the main porous silica structure. When the PS disk was used in conjunction with the secondary potassium silicate layer, forming the DPS structure, however, this showed the creation of an efficient seal between the disk and the extraction chamber wall, allowing the dye to fully permeate the internal PS monolith disk structure in its entirety, whilst the perimeter was not breached and no leakage was observed around the edges. For DNA extraction experiments all samples and reagents were loaded onto the chip and pumped through the monolithic disk vertically via PTFE tubing (see Figure 3 for setup), allowing capture of the analyte on the porous silica surface. Back pressures measured at flow rates of 10 µL min-1 were found to be less than 10 psi during the sample loading, wash and elution stages, demonstrating that the porous structure was sufficiently permeable to enable good fluidic penetration whist offering a sufficient back pressure to achieve full distribution across the face of the disk (Table 1) . Using artificial urine spiked with hgDNA as a model sample, DNA extraction efficiencies of 44 ± 3% (n =3) were achieved. This efficiency was found to be slightly lower (≈ 10%) than that reported in the literature, possibly due to small areas of dead volume around the edges of the disk. The chip-based DPS disk system was validated for the extraction of nucleic acids of sufficient quantity and integrity for downstream applications by subjecting the DNA recovered to PCR amplification. In accordance with the literature, it was demonstrated that if there were significant traces of ethanol present in the eluted DNA volume, inhibition of the subsequent PCR resulted [23] .
This effect was shown to be prevented by the introduction of an additional of a drying step (5 mins) at 40 °C following the wash step. The drying process permits evaporation of the residual ethanol retained within the PS structure and by adopting this drying step, downstream PCR amplification of extracted DNA was carried out successfully. For the system described here, however, the introduction of a drying step was not desirable, as it increased the time required to complete the process and also necessitated increased user intervention. The biopolymer chitosan was therefore introduced to the DPS to eliminate the drying step by bypassing the ethanol wash step and altering the surface chemistry to that of nucleic acid capture and release by pH shift. Due to the mode of production, the monoliths were able to be functionalized with chitosan in batch by a simple immersal technique. Importantly, the incorporation and sealing of the chitosan-coated disk within the microfluidic device was carried out at 60°C, which was not destructive to the chitosan compound. This feature would be very welcome when treating with other organics. Electrophoresis
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The performance of the microfluidic chip-based DPS disk system, both with and without chitosan modification, was further evaluated for the extraction of DNA directly from unprocessed human urine samples. Both systems demonstrated efficient processing of a 150 µL volume of human urine in MES buffer pH 5.05 (Table 1) . Furthermore, the DNA eluted from both systems was subjected to subsequent PCR amplification and the products were analyzed by capillary electrophoresis. In each case the human STR D21 S11 allele was successfully amplified giving products of the expected sizes of 221 and 225 bp [24] indicating that the DNA extracted is of sufficient quantity and integrity for downstream analysis. Figure 4 shows a representative electropherogram of the PCR-amplified D21 S11 allele products obtained with hgDNA extracted from human urine samples using chitosan-coated DPS (n=3). This preliminary study indicates that these microfluidic chip-based DPS systems are potentially compatible for use with clinical samples as the extraction process was not inhibited by urine and yielded DNA suitable for further analysis such as PCR amplification. It is, however, readily acknowledged that further investigation is required to evaluate the performance of the system using clinical samples from a variety of patients, since these can vary greatly in sample composition dependent upon the stage and type of infection occurring. For example, a sample provided by a patient in the advanced stages of an infection could potentially block regions of the porous structures presented here. If this were the case, it may be necessary to modify dimensions of the primary disc structure accordingly, using synthetic strategies described previously [7] [8].
Concluding remarks
The system described here comprises a microfluidic chip-based device for SPE applications, incorporating a novel DPS structure which was demonstrated to provide a real-world to chip sample delivery interface. The silica disk monoliths offer a highly porous structure for easy permeation by samples and reagents, with negligible back pressures, facilitating delivery of samples onto the device. The combination of two different methodologies for synthesising porous silica proved a novel and effective way of incorporating porous materials into a microfluidic device, demonstrating full incorporation of a PS structure into a microfluidic chip with no leakage of sample and reagents during use. To demonstrate SPE capabilities efficient DNA recovery was achieved from 150 L of human urine in less than 35 mins, confirming compatibility of the DPS system with clinically-relevant samples. The high permeability offered by the monolith demonstrates the applicability of the DPS with more complex samples. For example clinical samples from patients where the presence of infection may cause altered sample composition and or water samples with debris present. This may also be the case for water samples retrieved from a natural setting.
The introduction of chitosan to the silica surface, done here to eliminate PCR inhibition by ethanol wash step, exemplified coating/functionalisation of the porous disk. Importantly, the silica disk synthesis and chitosan coating was carried out as a batch preparation prior to incorporation in the microfluidic device which allows for scalable, simple preparation of materials, which is greatly beneficial with respect to considerations for manufacturing and production. Finally, the ability to control the shape and size of the primary porous structure, along with the novel approach to sealing the disk in place, means the system could be employed for a diverse range of SPE applications, including clinical diagnostic, forensic analysis, water analysis and drug detection. Electrophoresis This article has been accepted for publication and undergone full peer review but has not been through the copyediting, typesetting, pagination and proofreading process, which may lead to differences between this version and the Version of Record. Please cite this article as doi: 10.1002/elps.201700225 . This article is protected by copyright. All rights reserved. 
